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INSTRUCTIONS FOR USE 

Reusable Innovia Face Visor 

Product Code(s): CM-5001R 

READ INSTRUCTIONS BEFORE USE 

PRODUCT DESCRIPTION: 

Face visors are personal protective equipment devices that are used for protection of the facial area and associated mucous membranes (eyes, 
nose, mouth) from splashes, sprays, and spatter of body fluids. Face visors provide a barrier to acutely-expelled aerosols of body fluids and pro-
tect a large area of the face.  

This protective Face Visor is manufactured for COVID-protection only. This protective Face Visor is not a PPE device for general use and shall not 
be used for purposes other than protection against COVID-19. 

INTENDED USE: 

The Reusable Innovia Face Visor is intended to provide top, side, and front face protection from aerosols and to minimise airborne cross-

contamination. 

WARNINGS AND PRECAUTIONS: 

• THIS PRODUCT CAN BE RE-USED BUT SHALL NOT BE USED FOR MORE THAN FIVE SHIFTS 

• DO NOT RE-USE OR RE-STERILIZE THIS DEVICE FOLLOWING THE SPECIFIED FIVE SHIFT PRODUCT LIFE CYCLE 

• This device is supplied clean but is NON-STERILE. The instructions on cleaning the device provided below should be followed prior 
to use.   

• It is recommended that this device is used as part of a PPE regimen  

• Care should be taken when putting on and taking off the device to prevent contamination.   

• Care should be taken if it is necessary to adjust the visor during use, as this may lead to contamination.   

• The use of a face visor in combination with goggles can lead to poor peripheral vision. Care should be taken when selecting goggles 

to ensure that vision is not  adversely affected, when used in combination.   

• Always remember that no item of PPE can provide full protection and care must always be taken while carrying out the risk related 
activity. 

• Ensure that the visor conforms to the face/head and that the visor does not slip whilst in use.   

• Check before use that the visor will not become detached from the headband.   

• It is generally recommended that for added protection (and depending upon circumstances), PPE should be worn by HCP on entry 
into patient rooms or care areas.  

• After use, the visor should be carefully removed without contaminating the eyes, mucous membranes or clothing with potentially 
infectious materials and discarded. 

• The product comes into contact with bodily fluids, which can be contaminated.  Care should be taken in the handling and disposal of 
the device after the specified five shift product life cycle to prevent contamination. 

• Dispose of this device after use in accordance with standard hospital protocol  

• Warning — Parts of the visor that come into contact with your skin may lead to allergic reactions. In this case please discontinue use 
and seek medical device 

• To optimise protection, it will be necessary to use these products with suitable gloves/gowns/masks. In this case, before carrying out 
the risk-related activity, consult your supplier or supervisor to ensure that all your protective products are compatible and suitable for 
your application 

INCIDENT REPORTING: 

Any serious incident that has occurred in relation to this device should be reported to the manufacturer and the competent authority of the Member 
State in which the user and/or patient is established  

MANUFACTURED BY: 
DTR Medical Ltd 
17 Clarion Court, Enterprise Park, Swansea,  
SA6 8RF, UK 
Tel +44 (0) 1792 79 79 10  Fax +44 (0)1792 79 79 55 
marketing@dtrmedical.co.uk            
www.dtrmedical.com 

SATRA Technology Europe Ltd 
SATRA - Certification Services  

(Notified Body No. 2777) 
Bracetown Business Park, Clonee, DY15 N2P 

Republic of Ireland 

                                                      DISTRIBUTED BY: 
Network Medical Products Ltd 

Coronet House, Kearsley Road, Ripon, 
North Yorkshire, HG4 2SG, UK                                                     

info@networkmedical.co.uk 
www.networkmedical.co.uk 
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Considerations prior to use & Storage 
1. Limited-use devices have not been validated for re-use outside of the specified product life cycle.  

2. Dispose Face Shield after 5 uses. If the visor becomes scratched or damaged before then, it should be replaced immediately 

3. If the visor becomes damaged it will NOT provide the optimum level of protection, and therefore should be replaced immediately 

4. Never use this visor for protection against other hazards outside of it’s intended use. 

5. When not in use, store the visor within the sealable bag after following the instructions overleaf. Avoid excessive folding. If product is wet, 

allow it to fully dry before placing into storage 

6. Store the product in a dark place, out of sunlight, when not in use 
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INSTRUCCIONES DE USO  

Pantalla facial reutilizable Innovia  

Código(s) del producto: CM-5001R  

LEER LAS INSTRUCCIONES ANTES DEL USO  

DESCRIPCIÓN DEL PRODUCTO: 

Las pantallas faciales son equipos de protección individual que se utilizan para proteger la zona de la cara y la mucosas que se encuentran en 

ella (ojos, nariz, boca) de los aerosoles y las salpicaduras de líquidos corporales. Constituyen una barrera contra los aerosoles de líquidos 

corporales expulsados de forma súbita y protegen una zona amplia de la cara. 

Esta pantalla facial se ha fabricado para proteger exclusivamente frente a la COVID-19. No es un EPI para uso general y no debe utilizarse para 

fines distintos de la protección frente a la COVID-19.  
USO PREVISTO:  

La pantalla facial reutilizable Innovia se ha diseñado para proteger la parte superior, frontal y laterales de la cara contra los aerosoles y minimizar 

la contaminación cruzada por vía aérea.  
ADVERTENCIAS Y PRECAUCIONES:  

• ESTE PRODUCTO PUEDE REUTILIZARSE, PERO NO SE UTILIZARÁ DURANTE MÁS DE 5 TURNOS  

• NO REUTILICE NI REESTERILICE ESTE PRODUCTO MÁS ALLÁ DE SU CICLO DE VIDA ESPECIFICADO DE 5 TURNOS  

• Este producto se suministra limpio, pero NO ESTÉRIL. Antes del uso, deben seguirse las siguientes instrucciones de limpieza.     

• Se recomienda utilizar el producto como parte de un EPI general   

• Para evitar la contaminación, el producto se debe colocar y retirar con sumo cuidado.   

• Se deben extremar las precauciones en caso de tener que ajustar la pantalla durante el uso, ya que esto puede contaminarla.  

• Utilizar una pantalla facial junto con gafas protectoras puede empeorar la visión periférica. Las gafas protectoras se deben 

seleccionar con cuidado para evitar que la visión se vea afectada cuando se utilizan junto con la pantalla facial.  

• Recuerde que ningún elemento del EPI puede aportar una protección completa; siempre se deben tomar precauciones al realizar 

una actividad de riesgo. 

• Asegúrese de que la pantalla se adapte a la cara/cabeza y que no se deslice mientras la utiliza.   

• Antes de usarla, compruebe que la pantalla no se desprenda de la banda para la cabeza.  

• En general se recomienda que, para aumentar la protección (y según las circunstancias), el personal sanitario utilice el EPI al entrar 

en las habitaciones o zonas asistenciales de pacientes. 

• Tras el uso, la pantalla debe retirarse cuidadosamente sin contaminar los ojos, las mucosas o las ropas con materiales 

potencialmente infecciosos y desecharse. 

• El producto entra en contacto con líquidos corporales, que pueden estar contaminados.  Se deben extremar las precauciones al 

manipular y desechar el producto tras su ciclo de vida especificado de 5 turnos para evitar la contaminación.  

• Deseche este producto tras el uso, siguiendo el protocolo habitual del hospital. 

• Advertencia: las partes de la pantalla que entran en contacto con su piel pueden provocar reacciones alérgicas. En ese caso, deje 

de utilizarla y busque asistencia médica. 

• Para optimizar la protección se deberán utilizar estos productos junto con guantes, batas y mascarillas adecuados. En este caso, 

antes de realizar una actividad de riesgo, consulte a su proveedor o supervisor para asegurarse de que todos los productos de 

protección son compatibles y adecuados para su aplicación. 

NOTIFICACIÓN DE INCIDENTES:  

Cualquier incidente grave que guarde relación con este producto debe notificarse al fabricante y a las autoridades sanitarias del Estado miembro 
en el que resida el usuario o el paciente. 
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Consideraciones antes de usar y al guardar el producto 

1. Los productos de uso limitado no se han validado para su reutilización fuera del ciclo de vida especificado del producto.  

2. Deseche la pantalla facial tras 5 usos. Si la pantalla se raya o estropea antes de eso, debe sustituirse inmediatamente. 

3. Una pantalla estropeada NO ofrece un nivel de protección óptimo y, por consiguiente, debe sustituirse inmediatamente. 

4. No utilice nunca esta pantalla para protegerse frente a otros peligros fuera del su uso previsto. 

5. Cuando no la utilice, guarde la pantalla dentro de la bolsa con cierre, tras seguir las instrucciones que figuran al dorso. No la pliegue en 
exceso. Si el producto está húmedo, deje que se seque antes de guardarlo. 

6. Guarde el producto en un lugar oscuro y protegido de la luz solar cuando no lo utilice. 

FABRICADO POR: 
DTR Medical Ltd 
17 Clarion Court, Enterprise Park, Swansea,  
SA6 8RF, Reino Unido 
Tel +44 (0) 1792 79 79 10  Fax +44 (0)1792 79 79 55 
marketing@dtrmedical.co.uk            
www.dtrmedical.com 

SATRA Technology Europe Ltd 
SATRA - Servicios de Certificación 

(organismo notificado n.º 2777)  
Bracetown Business Park, Clonee, DY15 N2P 

República de Irlanda 

                                                      DISTRIBUIDO POR:  
Network Medical Products Ltd 

Coronet House, Kearsley Road, Ripon, 
North Yorkshire, HG4 2SG, Reino Unido                                                                                                           
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INSTRUCTIONS FOR USE: 

Following cleaning follow hospital approved protocol for putting the device on in conjunction with other PPE.   

Put on the visor, taking care to ensure that it is secure and correctly fitted.  

To remove, handle via the head band.  The visor should be carefully removed without contaminating the eyes, mucous membranes or clothing 

with potentially infectious materials and discarded. 

INSTRUCTIONS FOR USE 

Reusable Innovia Face Visor 

Product Code(s): CM-5001R 

READ INSTRUCTIONS BEFORE USE 
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CLEANING: 

This device is supplied non-sterile and should be wiped down with an anti-bacterial wipe and/or denatured ethanol prior to each use. See instruc-

tions overleaf. 

This device can also be cleaned with warm soapy water 

CLASSIFICATION: 

This product is classed as Category III Personal Protective Equipment (PPE) by the European PPE Regulation (EU) 2016/425 and have been 

shown to comply with this Regulation through limited testing against the Harmonised European Standard EN166:2001. These products have been 

tested in accordance with EN166:2001 Clauses: 

• 6: Design 

• 7.1.1: Field of Vision 

• 7.1.2.1: Retractive powers 

• 7.1.2.2: Transmittance 

• 7.1.2.3: Diffusion of light 

• 7.1.3: Quality of materials 

• 7.1.5.1: Stability at elevated temperature 

• 7.1.7: Resistance to ignition 

• 7.2.4: Droplets and splashes of liquid 

• 7.3.2: Resistance to fogging 

GRAPHICAL SYMBOLS USE ON LABELLING: 

 

Lot Number 

  

 

Consult Instruc-

tions for Use 

 

Catalogue 

Number 

  

 

Non-sterile 

  

 

Manufacturer 

Date of  

Manufacture  

 

Caution  

Do not use if product is opened 

or damaged and consult in-

structions for use  

HAZARDS ASSOCIATED WITH THE RE-USE OF LIMITED-USE DEVICES: 
1. Limited-use devices have not been validated for re-use outside of the specified product life cycle.  

2. If you re-use a limited-use device you may be held Legally Liable for the safe performance.  

3. Cross-contamination and infection risks to patients.  

4. Patient injury from device failure and/or chemical burns from residue of decontamination agents absorbed into the materials.  

5. Device failure through material fatigue or degradation caused by use and design:  

• Materials may degrade, becoming unacceptable when compared to original manufacturing criteria  

MANUFACTURED BY: 
DTR Medical Ltd 
17 Clarion Court, Enterprise Park, Swansea,  
SA6 8RF, UK 
Tel +44 (0) 1792 79 79 10  Fax +44 (0)1792 79 79 55 
marketing@dtrmedical.co.uk         
www.dtrmedical.com 

SATRA Technology Europe Ltd 
SATRA - Certification Services  

(Notified Body No. 2777) 
Bracetown Business Park, Clonee, DY15 N2P 

Republic of Ireland 
 

                                                      DISTRIBUTED BY: 
Network Medical Products Ltd 

Coronet House, Kearsley Road, Ripon, 
North Yorkshire, HG4 2SG, UK                                                     

info@networkmedical.co.uk 
www.networkmedical.co.uk 

THIS PRODUCT MEETS THE FOLLOWING: 

Regulation (EU) 2016/425 of the European Parliament and of the Council 

Harmonised European standard EN 166:2001 

Declaration of conformity can be accessed on the manufacturer’s website (see details below) 

 

SHELF LIFE: 

Recommended maximum shelf life is 3 years. Device should be disposed with medical waste in accordance to facility or institutional guidelines 

/procedures.  
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FABRICADO POR: 
DTR Medical Ltd 
17 Clarion Court, Enterprise Park, Swansea,  
SA6 8RF, Reino Unido 
Tel +44 (0) 1792 79 79 10  Fax +44 (0)1792 79 79 55 
marketing@dtrmedical.co.uk            
www.dtrmedical.com 

SATRA Technology Europe Ltd 
SATRA - Servicios de Certificación 

(organismo notificado n.º 2777)  
Bracetown Business Park, Clonee, DY15 N2P 

República de Irlanda 

                                                      DISTRIBUIDO POR:  
Network Medical Products Ltd 

Coronet House, Kearsley Road, Ripon, 
North Yorkshire, HG4 2SG, Reino Unido                                                                                                           
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INSTRUCCIONES DE USO:  

Siga los protocolos de limpieza aprobados por el hospital para el uso del producto junto con otros EPI.   

Póngase la pantalla y compruebe que esté segura y correctamente ajustada.  

Para retirarla, sujétela por la banda para la cabeza.  Tras el uso, la pantalla debe retirarse cuidadosamente sin contaminar los ojos, las mucosas 
o las ropas con materiales potencialmente infecciosos y desecharse.   

INSTRUCCIONES DE USO  

Pantalla facial reutilizable Innovia  

Código(s) del producto: CM-5001R  

LEER LAS INSTRUCCIONES ANTES DEL USO  
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LIMPIEZA:  

El producto se suministra no estéril y debe limpiarse con una toallita antibacteriana o con alcohol desnaturalizado antes de cada uso. Vea la in-
strucciones al dorso. 

El producto también puede limpiarse con agua jabonosa templada. 

CLASIFICACIÓN: 

Este producto está clasificado como equipo de protección individual (EPI) de categoría III conforme al Reglamento (UE) 2016/425 del Parlamento 
Europeo y del Consejo y se ha demostrado que cumple con dicho Reglamento mediante pruebas limitadas según la norma europea armonizada 
EN 166:2001. Los productos se han sometido a ensayo de acuerdo con las siguientes cláusulas de la norma EN 166:2001: 

• 6: Diseño  

• 7.1.1: Campo de visión  

• 7.1.2.1: Potencias refractivas  

• 7.1.2.2: Transmitancia  

• 7.1.2.3: Difusión de la luz  

• 7.1.3: Calidad del material  

• 7.1.5.1: Estabilidad térmica  

• 7.1.7: Inflamabilidad  

• 7.2.4: Gotas y salpicaduras  

• 7.3.2: Empañamiento  

SÍMBOLOS GRÁFICOS UTILIZADOS EN LA ETIQUETA: 

Número  
de lote 

  

Consulte las  
instrucciones  

de uso 

Número de 

catálogo 

 

  

 

No estéril  

  

 

Fabricante 

Fecha de  

fabricación  

 

Precaución  

No utilice este producto si está 
abierto o dañado y consulte  

las instrucciones de uso  

ESTE PRODUCTO CUMPLE CON:  

El Reglamento (UE) 2016/425 del Parlamento Europeo y del Consejo  

La norma europea armonizada EN 166:2001  

La declaración de conformidad puede obtenerse del sitio web del fabricante (ver detalles a continuación)  

PERÍODO DE VALIDEZ:  

El período máximo de validez recomendado es de 3 años. El producto debe desecharse como residuo médico, siguiendo las directrices/
procedimientos 

PELIGROS ASOCIADOS CON LA REUTILIZACIÓN DE PRODUCTOS DE USO LIMITADO:  
1. Los productos de uso limitado no se han validado para su reutilización fuera del ciclo de vida especificado del producto.  

2. Si reutiliza un producto de uso limitado, puede que se le considere legalmente responsable del funcionamiento seguro.  

3. Contaminación cruzada y riesgo de infección para los pacientes.  

4. Lesiones al paciente debido a fallo del producto y/o quemaduras químicas debidas a restos de los agentes descontaminantes absorbidos por 
los materiales. 

5. Fallo del producto debido a fatiga o degradación del material causadas por el uso y el diseño:  

• Los materiales pueden degradarse, volviendo inaceptable al producto al compararlo con los criterios originales de fabricación.  
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DONNING THE CM-5001R REUSABLE INNOVIA FACE VISOR 

INSTRUCTIONS FOR USE 

Reusable Innovia Face Visor 

Product Code(s): CM-5001R 

READ INSTRUCTIONS BEFORE USE 

1. Remove the CM-5001R Reusable Innovia Face Visor from the supplied resealable bag. 

2. Use a Clinell®, IMS 70/30 or similar antibacterial wipe to clean the reverse side of the visor making sure to 

clean the foam head support. For optimum results a dry wipe down is recommended following use of anti-

bacterial cleaning. 

3. Clean the front of the visor screen using a Clinell®, IMS 70/30 or similar antibacterial wipe. For optimum 

results a dry wipe down is recommended following use of antibacterial cleaning. 

4. Use the white space at the top of the visor to personalise as shown . 

5. Track the number of uses by ticking the boxes at the top of the visor at the start of each shift. Pull the elas-

tic headband and slip over your head ensuring that the foam headrest sits securely on your forehead  

DOFFING THE CM-5001R REUSABLE INNOVIA FACE VISOR 

MANUFACTURED BY: 
DTR Medical Ltd 
17 Clarion Court, Enterprise Park, Swansea,  
SA6 8RF, UK 
Tel +44 (0) 1792 79 79 10  Fax +44 (0)1792 79 79 55 
marketing@dtrmedical.co.uk         
www.dtrmedical.com 

SATRA Technology Europe Ltd 
SATRA - Certification Services  

(Notified Body No. 2777) 
Bracetown Business Park, Clonee, DY15 N2P 

Republic of Ireland 
 

                                                      DISTRIBUTED BY: 
Network Medical Products Ltd 

Coronet House, Kearsley Road, Ripon, 
North Yorkshire, HG4 2SG, UK                                                     
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1. Clean the front of the visor screen using a Clinell® or similar antibacterial wipe. For optimum results a dry 

wipe down is recommended following use of antibacterial cleaning. 

2. Use a Clinell® or similar antibacterial wipe to clean the reverse side of the visor making sure to clean the 

foam head support. For optimum results a dry wipe down is recommended following use of antibacterial 

3. Place the CM-5001R Reusable Innovia Face Visor back within the supplied bag and reseal the bag.  
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COLOCACIÓN DE LA PANTALLA FACIAL REUTILIZABLE INNOVIA CM-5001R  

INSTRUCCIONES DE USO  

Pantalla facial reutilizable Innovia  

Código(s) del producto: CM-5001R  

LEER LAS INSTRUCCIONES ANTES DEL USO  

1. Saque la pantalla facial reutilizable Innovia CM-5001R de la bolsa con cierre suministrada.  

2. Utilice una toallita antibacteriana Clinell®, IMS 70/30 o similar para limpiar la cara interna de la pantalla, 

prestando atención a la limpieza del soporte de espuma para la cabeza. Para un resultado óptimo se 

recomienda secar el producto después de la limpieza antibacteriana.  

3. Limpie la parte frontal de la pantalla con una toallita antibacteriana Clinell®, IMS 70/30 o similar.  

Para un resultado óptimo se recomienda secar el producto después de la limpieza antibacteriana.  

4. Utilice el espacio blanco de la parte superior de la pantalla para personalizarla, tal como se muestra.  

5. Controle el número de usos con ayuda de las casillas de verificación situadas en la parte superior de la 

pantalla al inicio de cada ciclo. Estire la cinta elástica y pásela sobre su cabeza, comprobando que la parte de 

espuma se asiente de forma segura en la frente.  

RETIRADA DE LA PANTALLA FACIAL REUTILIZABLE INNOVIA CM-5001R  

1. Limpie la parte frontal de la pantalla con una toallita antibacteriana Clinell® o similar. Para un resultado 

óptimo se recomienda secar el producto después de la limpieza antibacteriana.  

2. Utilice una toallita antibacteriana Clinell® o similar para limpiar la cara interna de la pantalla, prestando 

atención a la limpieza del soporte de espuma ara la cabeza. Para un resultado óptimo se recomienda secar el 

producto después de la limpieza antibacteriana.  

3. lntroduzca la pantalla facial reutilizable Innovia CM-5001R de nuevo en la bolsa con cierre suministrada.  
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