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DTR Medical®

Cervical Rotating Biopsy Punch  
Operating Manual

The Cervical Rotating Biopsy Punch has been designed specifically for use 
in Gynaecological procedures to obtain a Cervical Biopsy.

Equipped with a pair of cupped jaws at the end of a metal rod with a handle 
and trigger. The long metal construction ensures better access to the Cervix 
for the jaws, while the handle is operated outside. When the trigger is pulled 
the sharp jaw closes, this action removes a segment of tissue for the Biopsy.
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Description Pack Size Box Size Code

Cervical Rotating Biopsy Punch 1 Biopsy Punch 10 Units CBR1041

Product Component Details

Jaw 17-4 Precipitation Hardened Stainless Steel 

Tube 316 Stainless Steel

Handle Polycarbonate (PC)

Trigger Polycarbonate (PC)

Rotation Controller Polycarbonate (PC)

Product Specification

Material Breakdown

OPEN CLOSED

1

2

Top jaw Tube Handle

Trigger

Rotational 
ControllerBottom Jaw



Innovia Medical
US +1.888.229.2874 I International +44 (0) 1792 797910

www.innoviamedical.com

DTR Medical, 17 Clarion Court, Enterprise Park, Swansea SA6 8RF

DTR Medical® is a registered trademark of DTR Medical

DTR.M.036 I Rev01 I MAY2023

Rotate the device as necessary using the purple rotational element 
to ensure optimal biopsy and patient interaction.

Pull the trigger to close jaws and remove a segment of tissue for biopsy.

It is a sterile single-use device which is disposed of once used, used 
devices should be disposed of as clinical waste.

To see the Cervical Rotating Biopsy Punch in use, click here:
www.youtube.com/watch?v=X83eeUN5i6s

Or scan 
this code
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Disclaimer: Refer to DTR.M.013 - CBR1041 | Cervical Rotating Biopsy Punch Instructions for Use (IFU) for warnings & precautions before use.


